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Volumetric flask, 500 ml, NS 19, A, conf. cert. S
Batch: 38-26 Serial:

Measuring Nr. | 79987 Batch size: 932
Volume: 500,0000 ml
Tolerance: + 0,2500 ml
Average value: 499,9966 ml
Deviation: 0,0217 ml
Precision (CV): 0,0043 %
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499,8125

These final test values refer to the delivered nominal volume (max. volume), instrument and liquid (dist. water) at equilibrium with ambient temperature (20 °C). The test was effected according to 1SO 1042
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